A survey of weighing performance in clinical biochemistry laboratories.
Results of a survey of accuracy and precision of weighing in a sample of clinical biochemistry laboratories in the U.K. are reported. 101 laboratories each carried out eight weighings. 94% of weighings were subject to errors of not more than 1.7 mg at the 2 g level and not more than 1.0 mg at the 100 mg level. However, 9% of the laboratories produced results which were consistently subject to larger errors.